[Lighting and technical elements of medical illuminators and the principles of minimal heating of the surgical field].
Schemes of lighting-and-technical elements of medical illuminators, manufactured by leading companies, are presented in the article. The values of the energy/light correlation are analyzed for different illumination sources; besides, the conditions of a minimal thermal inflow into tissues are described.